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Abstract. A Monte Carlo simulation of light propagation through the retina has been developed to understand
the path-length distributions within the retinal vessel. For full-field illumination, the path-length distribution within
the vessel comprises directly backscattered light and light that has passed once or twice through the vessel. The
origins of these light path-length distributions can be better understood by investigating different combinations of
single-point illumination and detection positions. Perhaps the most significant observation is that illumination at
the edges of the vessel, rather than over the whole field of view, and detection directly above the vessel capture
only the light that has taken a single pass through the vessel. This path-length distribution is tightly constrained
around the diameter of the vessel and can potentially provide enhancements for oxygen saturation imaging. The
method could be practically implemented using an offset-pinhole confocal imaging system or structured light
illumination. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0 Unported License. Distribution or reproduction of
this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10.1117/1.JBO.19.3.036008]
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1 Introduction
The measurement of oxygen saturation in retinal vessels is use-
ful as a diagnostic aid in a number of ocular vascular disorders
such as glaucoma,1 diabetic retinopathy,2 and central retinal vein
occlusion,3 where hypoxia of the retina and optic-nerve head4–6
are believed to contribute. Spectral imaging is also potentially a
useful tool for making reliable measurements of oxygen satura-
tion in the human ocular fundus; however, a deeper understand-
ing of light propagation from the illumination source through
the various layers of the retina and to the detector is needed
to enable these measurements to be made accurately.7
Measured retinal-vessel oxygenation is affected by various
parameters that are in general not accurately known such as
hematocrit, retinal vessel profile and dimension (since the opti-
cal magnification is not well known), and the concentration and
location of a range of retinal chromophores, in particular mac-
ular pigment and melanin. The recording of spectral retinal
images at multiple wavelengths offers enhanced prospects for
accurate oximetry in this relatively poorly characterized
environment.
An important aspect of making accurate oxygen saturation
measurements is an understanding of light paths within the
retina. Due to the high levels of scattering within the retina,
the path-lengths of light that has propagated through blood ves-
sels are diverse with photons generally passing through various
tissues and structures with different flight times through each.
Assumptions about the path-lengths taken by the light, there-
fore, must always be made to quantify the oxygen saturation
unless the actual photons’ flight times are recorded, which is
not the case for continuous-wave measurements. In the absence
of scattering, the Lambert–Beer law yields a linear relationship
between absorption and measured attenuations, making the
measurement of total absorption and hence the ratio of oxy-
to deoxy-hemoglobin (oxygen saturation) straightforward8 as
long as the incident and remitted light levels are known. In scat-
tering media, some reduction in detected light occurs due to
scattering alone even in the absence of absorption, an effect
that is commonly included in the “modified” Lambert–Beer
law as an offset.9 However, this is not the only effect of scatter-
ing and in reality, the range of path-lengths introduced results in
the relationship between attenuation and absorption becoming
nonlinear.10,11
In retinal imaging, it is often assumed that images obtained in
reflection geometry can be used to estimate transmission mea-
surements through a blood vessel.6 A proportion of the illumi-
nating light is scattered by tissues underneath the vessel and then
illuminates the vessel from the underside. This effectively
results in a transmission geometry between the “back-illuminat-
ing” light and the imaging camera. However, as the amount of
back-illuminating light is unknown, an assumption is made that
this can be approximated by the light imaged close to the edge of
a blood vessel (but not the vessel itself). Oxygen saturation algo-
rithms, such as the modified Lambert–Beer law, can then be
applied as if in a transmission geometry. A model of light scat-
tering and the light path-lengths in the different regions of the
retina is therefore an important step in investigating the validity
of the assumptions made when estimating oxygen saturation
from spectral measurements.
In this article, we describe a Monte Carlo simulation of light
propagation through a retinal vessel located above a homo-
geneous fundus. Although using a relatively simple geometry,
the model enables the light paths within the fundus and vessel
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to be recorded as the illumination and imaging geometry are
varied, for example, the point of illumination and the imaged
area. Monte Carlo modeling of light propagation in the retina
has been published previously;12–16 however, those simulations
only use full-field illumination and provide the attenuation
profiles, mean path-length, or information about the number
of times a photon passes through a vessel rather than the distri-
bution of path-lengths in each layer. As details of the path-length
must either be measured or assumed in determining the oxygen
saturation, it is informative to investigate the distribution of
path-lengths within the vessel and for different imaging configu-
rations. This is the subject of this article.
In Sec. 2, we describe the Monte Carlo simulation and the
method of forming an image using Monte Carlo data. Typical
simulated imaging results are presented in Sec. 3 and compared
with measurements recorded of an eye phantom to demonstrate
the validity of the technique. Further results show the light path-
lengths within the different layers for different imaging configu-
rations including the effect of different vessel diameters. Based
on these results, a structured-illumination approach to restrict
the photon path-length within the retinal vessel to aid accurate
oximetry is proposed.
2 Simulation of the Imaging System and Light
Paths in the Retina
The Monte Carlo model simulates the path of one photon packet
at a time through the sample with the geometry shown in Fig. 1
(not to scale). A relatively simple geometry is demonstrated but
this is useful for investigating the effect of imaging configura-
tion and vessel diameter on photon path-length and closely
resembles the tissue phantom used for comparison. A full
description of the structure and function of the eye can be
found in a variety of sources (e.g., Ref. 17). A light-scattering
and -absorbing, infinitely long cylindrical vessel of diameter d
(layer 1) sits within a nonscattering layer (layer 2), 240 μm
above the surface of the fundus. The fundus (layer 3) is a
light-scattering and -absorbing layer, which is 2 mm thick.
Light is collected by an 8-mm-diameter lens, which images
the surface of the sample onto the detector plane. Usually
1,000,000 photon packets are injected perpendicularly into
the sample from the top surface at each of a range of spatial
positions (400 positions at 4-μm intervals) along a line across
the eye fundus. The 400 datasets calculated from the simulation
(one for each illumination position) contain the total distance
traveled in each layer and the exit position ðx; yÞ and angle
of each photon. The illumination is assumed to be uniform
across the field of view of the sample, which should be achiev-
able in practice through appropriate design of the illumination
optics.18 An additional geometry with single-point illumination
and single-point detection is described in Sec. 3.3, for which 100
million photon packets are simulated to ensure that sufficient
photons are detected.
Emergent photons are spatially and angularly filtered to
ensure that only those that propagate through the imaging
lens are used to calculate the recorded image. For these photons,
a one-to-one mapping of spatial position on a nominal surface of
the sample to the image plane is assumed. The contribution at
the image plane of the detected photons from 400 different illu-
mination positions can be combined to form an image due to line
illumination. As the simulation does not vary in the y direction, a
two-dimensional (2-D) image due to full-field illumination (i.e.,
illumination over the full image area) can be formed by repeat-
ing a shift and sum process for the line over the image.
Attenuation is added postsimulation by applying the Lambert–
Beer law, which takes into the account the absorption coefficients
and total path-length traveled in the vessel and fundus. The ad-
vantage of applying the attenuation due to absorption at this stage,
rather than during the propagation of each photon packet, is that
the sameMonte Carlo data can be used with a range of absorption
values for each layer. As scattering varies with wavelength,19,20
separate simulations are performed for 25 equally spaced wave-
lengths from 580 to 630 nm. In the simulations, the scattering
coefficients and g values (i.e., the mean cosine of the scattering
angle) are taken from published data.19,20 For purposes of valida-
tion, it was necessary to place a phantom blood vessel above a
scattering medium to simulate the scattering from the anterior
fundus tissues.5 In the experiments, Spectralon® (Labsphere,
New Hampshire) (Ref. 21) played the role of the scattering
medium. At a wavelength of λ ¼ 633 nm, the optical parameters
for blood are: scatteringmean free path ðMFPÞ ¼ 0.011 mm and
g ¼ 0.978. For Spectralon, MFP ¼ 0.02 mm and g ¼ 0.7 at
λ ¼ 633 nm. The result of the simulation is a set of 2-D images
of the vessel over the Spectralon at 25 separate wavelengths and a
range of absorption coefficients. The path-length distribution in
each layer (vessel and Spectralon) is recorded for each case.
3 Results
Three salient sets of results are provided. In Sec. 3.1, we report
the simulated images of the vessels which are compared with
results from an eye phantom.5 Section 3.2 shows the distribu-
tions of photon-packet path-lengths in the retinal layers for
the case of the full-field illumination. In Sec. 3.3, we consider
illumination from a single point and describe how the light path-
length distributions shown in Sec. 3.2 can be decomposed.
3.1 Comparison of Simulated Images with Eye
Phantom Images
To assess the validity of the Monte Carlo simulation developed,
the results were compared with images of an eye phantom
obtained from a hyperspectral fundus camera. The camera and
eye phantom have been described in more detail elsewhere,5,6
but briefly, the camera is a modified standard fundus camera
Fig. 1 Structure of the simulation comprising a vessel overlaying the
fundus.
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that incorporates a liquid-crystal tunable filter which allows ran-
dom-access scanning of the illumination wavelength. The eye
phantom employs phantom blood vessels consisting of a narrow
capillary tube (diameter of either 50, 100, or 150 μm) manufac-
tured from a fluoropolymer blend (THV2030G) that has a
refractive index n ¼ 1.35, similar to that of water (n ¼ 1.33)
or the vitreous humor (n ¼ 1.336). To provide light scattering
from beneath the vessel, the capillary lies above a compound
slab consisting of Spectralon with nominal reflectivities of
20%, 60%, and 99%. Blood samples from healthy volunteers
are flowed through the capillary and are compared with mea-
surements from a blood gas analyzer.
Figure 2 demonstrates that the trends of the simulation follow
those of the eye phantom. The oxygen saturation for the model
given by blood-gas analysis was 98%. To estimate the absorp-
tion coefficient in the simulation, we use the extinction coeffi-
cients of oxy- and deoxy-hemoglobin at different wavelengths
and follow the equation provided by Prahl,22
μaðλÞ ¼ ð2.303Þ εðλÞ ð150 g∕lÞ∕ð64; 500 gHb∕molÞ
¼ 0.0054ε ðλÞ; (1)
where εðλÞ is the overall extinction coefficient of the blood
which depends on the oxygen saturation. The equation assumes
an average concentration of hemoglobin in blood of 150 g∕l and
64,500 as the gram molecular weight of hemoglobin.
The camera images have a different aspect ratio to the sim-
ulation and so have been resized in the horizontal direction for
ease of comparison. As anticipated, the absorption is higher at
λ ¼ 580 nm, and so the contrast of the image is also higher. The
contrast gradually reduces with increase in wavelength beyond
about 580 nm due to the reducing extinction coefficient of
hemoglobin.
Figure 3 shows selected line-scans at wavelengths of 580,
590, 600, and 620 nm. Qualitatively, the profiles compare
well between the model eye and the simulated data; however,
the contrast in the images recorded with the model eye is con-
sistently lower than the simulations. Possible explanations for
discrepancies between the Monte Carlo simulations and exper-
imental data include inaccuracies in the absorption and scatter-
ing parameters for the blood and for the Spectralon and also the
effect of over-simplifications in the Monte Carlo model. This
latter category includes the absence from the Monte Carlo
model of the capillary wall and also the effect of the modulation
transfer function of the image-formation system. This latter
effect can be quite substantial and has three main components:
at the low spatial frequencies pertinent to imaging the blood ves-
sel, the modulation transfer for practical imaging systems is sig-
nificantly reduced, and furthermore optical scattering from all
optical surfaces and within the eye can significantly reduce con-
trast. Recent measurements on a range of fundus cameras, to be
reported at a later date, suggest that the typical contrast reduc-
tion is comparable with the contrast reductions presented in
Fig. 3. In conclusion, the Monte Carlo simulations are compa-
rable with recorded data to a sufficient level of accuracy to en-
able reliable conclusions about path-length distributions to be
drawn as described below.
3.2 Path-Length Distributions Obtained by Full-Field
Illumination
A conventional imaging system18 illuminates an area of the
retina uniformly (full-field illumination) and forms an image
onto an array of detectors (e.g., a CCD camera). As both the
retinal vessel and fundus scatter light, the light that reaches
the detector has traveled through many different regions of
the tissue over many different path-lengths.
Figure 4(a) shows the path-lengths obtained using simula-
tions within a vessel of d ¼ 150 μm for a detector placed at
the edge of the vessel with full-field illumination. Two main
peaks can be observed. The shorter path-length distribution cen-
tered on 50 μm is due to the light that emerges from the fundus
on the same side as the detector and then propagates to the detec-
tor by grazing the side of the vessel. The longer path-length peak
(150 μm) corresponds to the vessel diameter and comprises pho-
tons that have propagated through the vessel to the fundus and
then directly to the detector. Figure 4(b) shows the path-lengths
only within the vessel for a detector placed directly above the
vessel. As the detector is directly above the vessel, it receives
light directly backscattered by the vessel which corresponds
to the shortest path-lengths (<50 μm). The central peak
(150 μm) corresponds to illuminating light backscattered by
the fundus before propagating through the vessel for the first
time. The peak path-length therefore occurs at the diameter
Fig. 2 Comparison of simulated normalized intensity images of 150-
μm-diameter vessel with an eye phantom: (a) Simulation, λ ¼ 580 nm,
(b) eye phantom, λ ¼ 580 nm, (c) simulation, λ ¼ 600 nm, (d) eye
phantom, λ ¼ 600 nm, (e) simulation, λ ¼ 620 nm, and (f) eye phan-
tom, λ ¼ 620 nm.
Fig. 3 Profiles averaged across the rows of the images shown in
Fig. 2. (a) Simulated and (b) model eye.
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of the vessel. The longest path-length peak (300 μm) corre-
sponds to light that has taken a double pass through the vessel,
first before the light reaches the fundus and then after the light
has been scattered by the fundus. The amount of double-pass
light (∼6%) of the total is in agreement with that observed in
previous work.14 Figures 4(c) and 4(d) show the light path-
length distributions in the fundus when the detector is placed
at the edge and directly above the vessel, respectively. The
path-lengths are very similar to those observed from a homo-
geneous scattering medium. The number of photons reaching
the detector in Fig. 4(d) is slightly smaller than that in Fig. 4(c)
due to the presence of the vessel.
Figures 5(a) and 5(b) shows the path-length distribution
within the vessel for a high-absorption case (λ ¼ 580 nm) for
detectors placed at the edge and center of the vessel, respec-
tively. This demonstrates that the longer path-length distribu-
tions are reduced, since absorption is an exponential function
of distance traveled.
3.3 Path-Length Distributions Obtained by
Single-Point Illumination
In order to understand the range of path-lengths that occurswithin
the vessel due to full-field illumination, it is informative to con-
sider the path-lengths that occur using single-point illumination.
Figures 6(a) and 6(b) show the path-length distributions at the
detector directly above the vessel due to illumination at the
edge and center of the vessel. The distributions observed in
full-field illumination [Fig. 4(b)] can now be separated into
these components. Illumination at the edge means that light
that is directly backscattered by the vessel and light that passes
through the vessel cannot be present and so the path-length dis-
tribution is limited to those photons that have been backscattered
by the fundus and then reach the detector by propagating through
the vessel. The path-length distribution is tightly distributed
around the diameter of the vessel. When both illumination and
detection are directly above the vessel [Fig. 6(b)], there is a sig-
nificant component directly backscattered from the vessel and a
small component has undergone a double-pass through the vessel
(at 300 μm). It should be noted that the relative heights of
the peaks in Figs. 6(a) and 6(b) are different from those in
Fig. 4(b), because there are more illumination points at the
edge of the vessel than directly above the vessel in the full-
field case.
Separation of the light path-length distributions can also be
observed when the detector is placed at the edge of the vessel
[compare Figs. 6(c) and 6(d) with Fig. 4(a)]. When illumination
is directly above the vessel and the detector is situated at the
edge [Fig. 6(c)], light reaches the detector by directly passing
through the vessel, reaching the fundus, and then propagating
Fig. 4 Path-lengths for full-field illumination, λ ¼ 620 nm, d ¼ 150 μm, and 98% oxygen saturation of
blood in the vessel. (a) Detector at edge of vessel, path-length in the vessel, (b) detector directly
above vessel, path-length in vessel, (c) detector at edge of vessel, path-length in fundus, and (d) detector
directly above vessel, path-length in fundus.
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to the detector. This corresponds to the path-length peak around
150 μm in Fig. 4(a). Figure 6(d) shows the edge detection and
edge illumination on the same side of the vessel, where the light
propagates to the fundus and is then backscattered, grazing the
edge of the vessel before reaching the detector. This corresponds
to the short path-length broader peak in Fig. 4(a).
3.4 Effect of Vessel Diameter on Light
Path-Lengths
The diameter of the vessel also has an effect on the relative
heights of the peaks with the light path-length distributions.
As an example, we consider the path-length distributions of
Fig. 5 Path-length distributions in the vessel for 98% oxygen saturation in the blood vessel, λ ¼ 580 nm,
and d ¼ 150 μm. (a) Detector at edge of vessel, and (b) detector directly above the vessel.
Fig. 6 Path-lengths in the vessel for single-point illumination, d ¼ 150 μm, λ ¼ 620 nm, and 98% oxygen
saturation. (a) Center detector, edge illumination, (b) center detector, center illumination, (c) edge detector,
center illumination, and (d) edge detector, edge illumination. Note the difference in scale on the y -axes.
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light within the vessel for a detector positioned directly above
the vessel using full-field illumination. Figures 7(a) and 7(b)
show the path-length distribution for vessels of diameters 100
and 50 μm. In this case, λ ¼ 620 nm and there is 98% oxygen
saturation which allows these results to be compared with the
d ¼ 150 μm case shown in Fig. 4(b). Care must be taken
when making a direct comparison of photon numbers, because
the illumination conditions remain constant across the image for
the three vessel sizes, i.e., 4-μm spacing, 400 sources. Therefore,
different size vessels will experience different numbers of
illuminating photons (d ¼ 150 μm, 38 million photons; d ¼
100 μm, 25 million photons; and d ¼ 50 μm, 12 million
photons).
As might be expected, with decreasing vessel diameter, the
proportion of directly backscattered to single-pass photons
decreases as there are fewer scattering events within the vessel
to enable the photons to return to the detector. The second peak
is due to light that propagates directly to the fundus and then
returns to the detector via the vessel. Due to the reduction in
scattering within the vessel, there is an increase in the overall
size of the peak with decreasing vessel diameter. For double-
pass photons, the relative proportion of double-pass to single-
pass photons decreases with increasing vessel size. Figure 8
shows that the vessel diameter has a relatively minor effect
on the path-length distribution within the fundus. There are
always fewer photons that contribute to the detected signal
when the detector is placed at the center of the vessel compared
with that when the detector is located at the edge of the vessel.
The difference between the distributions slightly decreases as
the vessel diameter decreases.
4 Discussion
An important aspect of making oxygen saturation measurements
is that assumptions about the path-lengths of the light usually
need to be made. The simulations shown in the previous section
aid understanding of spectral imaging of the retina as photon
path-length is recorded in the simulated retinal vessel and fun-
dus. Although the simulation is relatively simple, the images
qualitatively match those obtained using an eye phantom.
When using conventional full-field illumination, there is a
range of path-lengths within the vessel that is detected originat-
ing from light directly backscattered from the vessel and light
that has made either a single or double pass through the vessel.
Although the dominant path-length distribution is usually due to
photons that have taken a single pass, there are significant
observable distributions from directly backscattered and dou-
ble-pass light. The relative contribution of these components
changes with vessel diameter, with more directly backscattered
light observed from larger vessels. The origins of the path-length
distributions within the vessel can be better understood by con-
sidering single-point illumination and single-point distribution
over different combinations of edge and center illumination
and detection. Different light path-length distribution compo-
nents can be extracted using different imaging geometries;
for example, illumination directly above the vessel and detection
above the vessel allows directly backscattered and double-pass
light to be separated from that which has taken a single pass
through the vessel. Potentially of most significance is the
case when illumination is at the edge of vessel and detection
is directly above the vessel. In this case, single-pass photons
can be isolated from directly backscattered and double-pass
photons. As shown in Fig. 6(a), the path-length of these photons
is tightly constrained around the path-length of the vessel.
Most oximeters assume a modified Lambert–Beer law model
with an attenuation offset due to incident photons being “lost”
due to scattering away from the detector and a linear dependence
of attenuation with absorption coefficient with the path-length as
the constant of proportionality. Many oximeters (e.g., pulse oxi-
meters) use a differential measure of attenuation to overcome the
offset, while others employ an additional wavelength (over the
theoretical minimum) to measure the scattering offset.9 This still
assumes a linear dependence of attenuation against absorption
that is only true if all photons have the same path-length.
Therefore, methods that constrain photon path-lengths help to
achieve this linear dependence. In retinal imaging, this can
be achieved by illumination at the edge of the vessel and detec-
tion directly above the vessel.
In practice, this could be implemented within a confocal im-
aging system using an offset pinhole. Alternatively, the illumi-
nation could be controlled using a fixed mask or dynamically
using a spatial light modulator such as a liquid crystal display
or digital micromirror device. A similar approach known as
side-stream dark field illumination has previously been applied
in video capillaroscopy23 but this has been employed to over-
come surface reflections and to improve the image quality rather
than to perform quantitative spectroscopy. If illumination is
Fig. 7 Full-field illumination, path-lengths in vessels of different diameters, 98% oxygen saturation in the
vessel, and detector at center of vessel. (a) d ¼ 100 μm, and (b) d ¼ 50 μm vessel.
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carried out from a strip of light at either side of the vessel, then
the path-length distribution becomes smoother as more photons
can probe the volume and reach the detector. An example show-
ing the path-length distribution in the vessel for illumination
from all points except those above the vessel is shown in
Fig. 9, demonstrating a smoother, but similarly constrained
path-length distribution around the diameter of the vessel. We
aim to quantify the accuracy of this approach in future work
through application of oxygen saturation algorithms and retinal
phantom imaging.5,6
A relatively simple geometry of the eye has been employed
to allow the simulation of a tissue phantom developed previ-
ously.5 The simulation could be refined by taking into account
the scattering and absorption of the retinal epithelial pigment
layer.15 In addition, the effects of the capillary wall and the
modulation transfer function of the image-formation system
could be introduced. These are likely to produce quantitatively
more accurate results but are unlikely to affect the overall con-
clusions of the work. The Monte Carlo simulations are compat-
ible with recorded data to a sufficient level of accuracy to enable
reliable conclusions about path-length distributions to be drawn.
5 Conclusion
A simple Monte Carlo simulation of light propagation through
the retina has been developed to understand the path-length
distributions within the retinal vessel and fundus. For full-
field illumination, the path-length distribution within the vessel
comprises directly backscattered, single-, and double-pass pho-
tons. The origins of these distributions have been better under-
stood by investigating the path-length distributions due to
different combinations of illumination and detection positions.
The most significant observation is that illumination from the
Fig. 8 Full-field illumination, path-lengths in fundus for different vessel sizes. (a) Detector at edge,
d ¼ 100 μm, (b) detector directly above vessel, d ¼ 100 μm, (c) detector at edge, d ¼ 50 μm, and
(d) detector directly above vessel, d ¼ 50 μm.
Fig. 9 Path-length distribution within the vessel for a detector situated
directly above the vessel and illumination at all positions except above
the detector (d ¼ 150 μm, λ ¼ 620 nm, and 98% oxygen saturation).
A smooth distribution constrained around the vessel diameter can be
observed.
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edge and detection directly above the vessel isolates light that
has taken a single pass through the vessel from directly back-
scattered and double-pass light. This distribution is tightly con-
strained around the diameter of the vessel and can potentially be
a useful approach for oxygen saturation imaging. The method
could be practically implemented using an offset pinhole con-
focal imaging system or using structured light illumination.
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